Juxta-anastomotic sacciform dilation: an unusual complication of colonic stapled suture.
The commonest complications of stapling closure in gastrointestinal surgery are dehiscence, bleeding at the site of anastomosis and stenosis. Juxta-anastomotic sacciform dilation following end-to-side circular stapling anastomosis of the left colon is reported as an unusual complication. The case highlights the need for careful technique in order to obtain all the advantages offered by staplers.